
Sample ID: Effluent - Comp.

Lab Sample # LP11-6481-01

Analyte Results Units PQL Method Analyst Extraction
Date

Analysis
Date

Aldrin ug/L 09/21/2011EPA-6080.25 MBU 09/20/2011<0.25

Alpha-BHC ug/L 09/21/2011EPA-6080.25 MBU 09/20/2011<0.25

Beta-BHC ug/L 09/21/2011EPA-6080.25 MBU 09/20/2011<0.25

Delta-BHC ug/L 09/21/2011EPA-6080.25 MBU 09/20/2011<0.25

Gamma-BHC (Lindane) ug/L 09/21/2011EPA-6080.25 MBU 09/20/2011<0.25

Chlordane ug/L 09/21/2011EPA-6080.50 MBU 09/20/2011<0.50

4,4'-DDT ug/L 09/21/2011EPA-6080.50 MBU 09/20/2011<0.50

4,4'-DDE ug/L 09/21/2011EPA-6080.50 MBU 09/20/2011<0.50

4,4'-DDD ug/L 09/21/2011EPA-6080.50 MBU 09/20/2011<0.50

Dieldrin ug/L 09/21/2011EPA-6080.50 MBU 09/20/2011<0.50

Alpha Endosulfan ug/L 09/21/2011EPA-6080.25 MBU 09/20/2011<0.25

Beta Endosulfan ug/L 09/21/2011EPA-6080.50 MBU 09/20/2011<0.50

Endosulfan Sulfate ug/L 09/21/2011EPA-6080.50 MBU 09/20/2011<0.50

Endrin ug/L 09/21/2011EPA-6080.50 MBU 09/20/2011<0.50

Endrin Aldehyde ug/L 09/21/2011EPA-6080.50 MBU 09/20/2011<0.50

Heptachlor ug/L 09/21/2011EPA-6080.25 MBU 09/20/2011<0.25

Heptachlor Epoxide ug/L 09/21/2011EPA-6080.25 MBU 09/20/2011<0.25

Methoxychlor ug/L 09/21/2011EPA-6082.50 MBU 09/20/2011<2.50

PCB-1016 ug/L 09/21/2011EPA-6085.00 MBU 09/20/2011<5.00

PCB-1221 ug/L 09/21/2011EPA-6085.00 MBU 09/20/2011<5.00

PCB-1232 ug/L 09/21/2011EPA-6085.00 MBU 09/20/2011<5.00

PCB-1242 ug/L 09/21/2011EPA-6085.00 MBU 09/20/2011<5.00

PCB-1248 ug/L 09/21/2011EPA-6085.00 MBU 09/20/2011<5.00

PCB-1254 ug/L 09/21/2011EPA-6085.00 MBU 09/20/2011<5.00

PCB-1260 ug/L 09/21/2011EPA-6085.00 MBU 09/20/2011<5.00
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ANALYTICAL REPORT Lab Project # LP11-6481

Anomatic Corporation

Attn: Steve O'Tool

1650 Tamarack Road

Newark, OH 43055

Received:

Reported:

09/16/2011

10/04/2011

Date/Time Sampled: 09/16/2011 10:40

Sampled By:

Sampled Matrix: Wastewater

Containers: 3

Project Name: Quarterly



Sample ID: Effluent - Comp.

Lab Sample # LP11-6481-01

Analyte Results Units PQL Method Analyst Extraction
Date

Analysis
Date

Toxaphene ug/L 09/21/2011EPA-60812.5 MBU 09/20/2011<12.5

     (Surrogate) TCMX % 09/21/2011EPA-608

(1.6-129.2)

MBU 09/20/201166.4

     (Surrogate) DCB % 09/21/2011EPA-608

(13.3-118.9)

MBU 09/20/201164.2

Acenaphthene ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

Acenaphthylene ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

Anthracene ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

Benzo(a)anthracene ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

Benzidine ug/L 09/19/2011EPA-625100 LW 09/18/2011<100

Benzo(b)fluoranthene (3,
4-benzofluoranthene)

ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

Benzo(k)fluoranthene ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

Benzo(g,h,i)perylene ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

Benzo(a)pyrene ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

bis(2-chloroethoxy)Methane ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

bis(2-chloroethyl)Ether ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

bis(2-chloroisopropyl)Ether ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

bis(2-ethylhexyl)Phthalate ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

4-Bromophenyl phenyl ether ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

Butyl benzyl phthalate ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

2-Chloronaphthalene ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

4-Chlorophenyl phenyl ether ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

Chrysene ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

Dibenzo(a,h)anthracene ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

Di-n-butyl phthalate ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0
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Anomatic Corporation
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1650 Tamarack Road

Newark, OH 43055
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Sampled By:
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Project Name: Quarterly



Sample ID: Effluent - Comp.

Lab Sample # LP11-6481-01

Analyte Results Units PQL Method Analyst Extraction
Date

Analysis
Date

3,3'-Dichlorobenzidine ug/L 09/19/2011EPA-62540.0 LW 09/18/2011<40.0

Diethyl phthalate ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

Dimethyl phthalate ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

2,4-Dinitrotoluene ug/L 09/19/2011EPA-62540.0 LW 09/18/2011<40.0

2,6-Dinitrotoluene ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

Di-n-octyl phthalate ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

1,2-Diphenylhydrazine ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

Fluoranthene ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

Fluorene ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

Hexachlorobenzene ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

Hexachlorobutadiene ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

Hexachlorocyclopentadiene ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

Hexachloroethane ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

Indeno(1,2,3-cd)pyrene ug/L 09/19/2011EPA-62540.0 LW 09/18/2011<40.0

Isophorone ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

Naphthalene ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

Nitrobenzene ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

N-Nitrosodimethylamine ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

N-Nitrosodiphenylamine ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

N-Nitrosodi-n-propylamine ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

Phenanthrene ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

Pyrene ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

1,2,4-Trichlorobenzene ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

4-Chloro-3-methylphenol
(p-chloro-m-cresol)

ug/L 09/19/2011EPA-625100 LW 09/18/2011<100

2-Chlorophenol ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0
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Sample ID: Effluent - Comp.

Lab Sample # LP11-6481-01

Analyte Results Units PQL Method Analyst Extraction
Date

Analysis
Date

2,4-Dichlorophenol ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

2,4-Dimethylphenol ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

2,4-Dinitrophenol ug/L 09/19/2011EPA-625100 LW 09/18/2011<100

2-Methyl-4,6-dinitrophenol (4,
6-dinitro-o-cresol)

ug/L 09/19/2011EPA-625100 LW 09/18/2011<100

2-Nitrophenol ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

4-Nitrophenol ug/L 09/19/2011EPA-625100 LW 09/18/2011<100

Pentachlorophenol ug/L 09/19/2011EPA-625100 LW 09/18/2011<100

Phenol ug/L 09/19/2011EPA-62520.0 LW 09/18/2011<20.0

2,4,6-Trichlorophenol ug/L 09/19/2011EPA-62540.0

Higher detection levels due to sample matrix.

LW 09/18/2011<40.0

     (Surrogate) 2-Fluorophenol % 09/19/2011EPA-625

(D-71.4)

LW 09/18/201145.7

     (Surrogate) Phenol d6 % 09/19/2011EPA-625

(D-65.6)

LW 09/18/201137.7

     (Surrogate) Nitrobenzene d5 % 09/19/2011EPA-625

(11.0-91.5)

LW 09/18/201164.5

     (Surrogate) 2-Fluorobiphenyl % 09/19/2011EPA-625

(15.3-91.3)

LW 09/18/201165.4

     (Surrogate) 2,4,6-Tribromophenol % 09/19/2011EPA-625

(D-142.2)

LW 09/18/201161.3

     (Surrogate) p-Terphenyl-d14 % 09/19/2011EPA-625

(4.6-104.7)

LW 09/18/201155.3

Dioxin Screen Y/N 09/19/2011625/8270DIOX

Non Detect

LW   *

625/8270 Library Search Y/N 09/19/2011625/8270 TIC

Non Detect

LW   *
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ANALYTICAL REPORT Lab Project # LP11-6481
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Sample ID: Effluent - Grab

Lab Sample # LP11-6481-02

Analyte Results Units PQL Method Analyst Extraction
Date

Analysis
Date

Acrolein ug/L 09/19/2011EPA-624100 MS<100

Acrylonitrile ug/L 09/19/2011EPA-62450.0 MS<50.0

Benzene ug/L 09/19/2011EPA-6245.0 MS<5.0

Bromodichloromethane
(Dichlorobromomethane)

ug/L 09/19/2011EPA-6245.0 MS5.5

Bromoform ug/L 09/19/2011EPA-6245.0 MS<5.0

Carbon Tetrachloride ug/L 09/19/2011EPA-6245.0 MS<5.0

Chlorobenzene ug/L 09/19/2011EPA-6245.0 MS<5.0

Chloroethane ug/L 09/19/2011EPA-62410.0 MS<10.0

2-Chloroethyl Vinyl Ether ug/L 09/19/2011EPA-62410 MS<10

Chloroform ug/L 09/19/2011EPA-6245.0 MS8.6

Dibromochloromethane
(Chlorodibromomethane)

ug/L 09/19/2011EPA-6245.0 MS<5.0

1,2-Dichlorobenzene ug/L 09/19/2011EPA-6245.0 MS<5.0

1,3-Dichlorobenzene ug/L 09/19/2011EPA-6245.0 MS<5.0

1,4-Dichlorobenzene ug/L 09/19/2011EPA-6245.0 MS<5.0

Dichlorodifluoromethane ug/L 09/19/2011EPA-62410 MS<10

1,1-Dichloroethane ug/L 09/19/2011EPA-6245.0 MS<5.0

1,2-Dichloroethane ug/L 09/19/2011EPA-6245.0 MS<5.0

1,1-Dichloroethene (1,
1-dichloroethylene)

ug/L 09/19/2011EPA-6245.0 MS<5.0

trans-1,2-Dichloroethene (1,
2-dichloroethylene)

ug/L 09/19/2011EPA-6245.0 MS<5.0

1,2-Dichloropropane ug/L 09/19/2011EPA-6245.0 MS<5.0

cis-1,3-Dichloropropene (1,
3-dichloropropylene)

ug/L 09/19/2011EPA-6245.0 MS<5.0

trans-1,3-Dichloropropene (1,
3-dichloropropylene)

ug/L 09/19/2011EPA-6245.0 MS<5.0
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Sample ID: Effluent - Grab

Lab Sample # LP11-6481-02

Analyte Results Units PQL Method Analyst Extraction
Date

Analysis
Date

Ethylbenzene ug/L 09/19/2011EPA-6245.0 MS<5.0

Methyl Bromide (Bromomethane) ug/L 09/19/2011EPA-62410.0 MS<10.0

Methyl Chloride (Chloromethane) ug/L 09/19/2011EPA-62410 MS<10

Methylene Chloride ug/L 09/19/2011EPA-62410 MS<10

Tetrachloroethylene ug/L 09/19/2011EPA-6245.0 MS<5.0

1,1,2,2-Tetrachloroethane ug/L 09/19/2011EPA-6245.0 MS<5.0

Toluene ug/L 09/19/2011EPA-6245.0 MS<5.0

1,1,1-Trichloroethane ug/L 09/19/2011EPA-6245.0 MS<5.0

1,1,2-Trichloroethane ug/L 09/19/2011EPA-6245.0 MS<5.0

Trichloroethylene ug/L 09/19/2011EPA-6245.0 MS<5.0

Trichlorofluoromethane ug/L 09/19/2011EPA-62410 MS<10

Vinyl Chloride ug/L 09/19/2011EPA-62410 MS<10

m,p-Xylene ug/L 09/19/2011EPA-6245.0 MS<5.0

o-Xylene ug/L 09/19/2011EPA-6245.0 MS<5.0

     (Surrogate) 1,2-Dichloroethane d4 % 09/19/2011EPA-624

(61.2-159.3)

MS93.7

     (Surrogate) Toluene d8 % 09/19/2011EPA-624

(54.1-134.8)

MS88.6

     (Surrogate) 4-Bromofluorobenzene % 09/19/2011EPA-624

(67.0-109.8)

MS78.5

624/8260 Library Search Y/N 09/19/2011624/8260 TIC

Attached

MS   *
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